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ABSTRACT 

The  87/10.5/2,5  BA/2-EHA/M&D  elastoner 
was  evaluated  for  physical  properties.  The 
properties  possessed  by  this  elastouer  nay  be 
adequate  for  heart  valve  application.  Addi¬ 
tionally,  the  excellent  low  tenperature  stiffness 
In  flexure  of  this  elastoner  appears  advantageous 
as  a  substrate  naterial  In  the  dilaninar  acrylate 
glove. 
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Physical  Evaluation  of  37/10.5/2.5 
B/V/2-BHA/MftA  Elastomer 


I.  INTRODUCTION 


Technical  Report  No.  6118  entitled  "Vascular  Prostheses 
from  Foamed  Acrylate-Amide  Elastomer",  by  Carl  A.  Nielson,  described 
the  preparation  and  clinical  evaluation  of  the  acrylate-amide  ter- 
polymer  elastomers  in  vascular  prostheses.  In  addition,  this  material 
has  shown  some  promise  as  a  possible  tracheal  prostheses  as  described 
in  T.  R.  No.  5952  entitled  "Acrylate-Amide  Tracheal  Prostheses." 

Since  the  Standard  10  acrylate-amide  elastomeric  material  has 
consistently  shovm  good  tissue  response,  it  was  thought  that  a  more 
flexible  acrylate  material  could  be  of  possible  use  as  a  material  for 
fabrication  of  heart  valve  leaflets. 


This  report  describes  the  preparation  and  properties  of  an 
elastomer  composed  of  87/10.5/2.5  parts  by  weight  of  butyl  acrylate/ 
2  ethyl  heicyl  acrylate/methacrylamide. 

A.  Experimental 

The  basic  recipe  used  is  as  follows: 

Ingredient  Parte 

Butyl  Acrylate  87 

2-Ethyl  Ues^l  Acrylate  10.5 


Supplier 

Rohm  &  Haas  Co. 
W,  Wash.  Sq. 
Philadelphia,  Pa. 

II  II  II 


Methacrylamide 
Santomerse  SX 

Hater  (Deionized) 
Sulfuric  Acid 


2.5  "  "  " 

2.5  UocsastO'  Chem.  Co. 

St.  Louis,  111. 


155 

II 

II 

tl 

10  mis  107. 

Reagent  Grade 

0.344 

II 

It 

0.04 

II 

II 

0.04 


Potassium  Chloride 
Sodium  Thiosulfate 
Potassium  Persulfate 
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B.  Polymer izatldn 

The  polymerization  was  run  in  a  5  liter  reaction  flask. 

The  equipment  used  and  the  procedtire  followed  Is  essentially  described 
In  T,  R.  No.  5701  entitled,  "Five  Liter  Polymerization  Reactor." 

Figure  1  Is  a  graphical  Illustration  of  the  conversion  of  monomers  to 
polymer  attaining  94%  conversion  in  24  hours.  The  new  terpolymer  latex 
possessed  a  final  pH  of  2.2,  residual  monomer  of  1.2%  and  a  viscosity 
of  9  cps*  at  60  R.P.M.  using  the  Brookfield  Viscometer. 

C,  Compounding 

Cocpoundlng  of  the  new  acrylate  terpolymer  was  accomplished 


as  follows: 

Material  Parts 

87/10,5/2,5  BA/2-EHA/MAD  Elastomer  100 

Rohm  &  Haas  Me  387  Polyethylmethacrylate  37 

Formaldehyde  (added  as  Formalin  Solution)  1,765 


The  Ingredients  were  thoroughly  mixed  with  a  flat  paddle  type 
stirrer  for  10  minutes  and  strained  though  gauze  into  a  suitable  con» 
talner. 

D.  Film  Casting 

lA)  One  series  of  test  films  was  obtained  from  the  compounded 

latex  as  follows: 

a)  The  films  were  coagulatlve  dip  cast  using  a  25% 
solution  of  calcium  nitrate  in  ethanol  as  a  coagulant 
over  aluminum  forms  for  5  minutes  so  that  a  30-35  nil 
thickness  was  obtained. 

b)  Films  were  removed  from  the  form  and  washed  In  dl- 
lonlzed  water  for  at  least  one  hour. 

c)  The  films  were  dried  ovemlte  at  room  temperature  and 
then  dried  at  50 ^C.  for  2  hours  In  a  convection  type 
oven, 

c)  A  final  curing  of  the  films  by  one  hoxir  at  100®C,  In 
a  circulating  air  oven. 

IB)  Half  of  the  cured  films  were  further  treated  as  follows: 

a)  One  hour  In  boiling  5%  dilute  foroaldet^de 

b)  Rinsed  and  patted  dry 
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c)  One  hour  In  a  stean  autoclave  at  258°^. 

(125 °C,)  and  18  lbs,  o£  stean  pressure 

2A}.  ^Another  series  of  fllus  was  obtained  as  In  lA  iron 

conpounded  latex  which  had  been  heat  aged  for  3  hours 
at  100 "C,  in  a  water  bath, 

2B)  Half  of  the  files  fron  2A  were  treated  as  described  in  IB, 
E,  Physical  Testing 

The  four  series  of  test  files  were  evaluated  for  the  following 
physical  properties;  stress -strain  curve  at  20"/iain,  tear 
resistance,  stiffness  in  flexure,  tensile  fatigue,  per  cent 
stain  resistance,  swelling  index  and  per  cent  solubility, 

III,  RESULTS  AND  DISCUSSION 


All  the  pl^sical  data  obtained  are  stuxiorlzed  in  Table  I,  Stress- 
strain  cvirves  of  the  various  fllns  are  graphically  illustrated  in  Fig,  2, 
Fron  this  graph  it  can  be  seen  that  the  stress-strain  curves  were  shifted 
toward  the  stress  axis  when  the  fllns  were  both  post-treated  in  boiling 
dilute  fomaldehyde  and  autoclaved  and  vixen  the  filns  were  obtained  fron 
confounded  latex  which  had  been  heat  aged  for  3  hours.  These  results  are 
quite  conporable  to  those  obtained  with  the  Standard  90/7,5/2,5 
BA/MM&/MAD  elas toner. 

The  curing  procedure  for  internal  body  prostheses  c»  reported  in 
T,R,  Mo,  6118  consists  of  heat  aging  the  coiifounded  latex  for  3  hours  at 
100 ®C,,  curing  the  resultant  filns  by  boiling  in  dilute  fomaldehyde  for 
one  hour  followed  by  a  final  cure  in  an  autoclave  at  125°C,  plus  18  lbs, 
of  stean  pressure.  Curve  2B  represents  physical  properties  obtained  on 
naterlal  so  treated.  With  a  tensile  strength  of  1090  p,s.l,  an  elonga¬ 
tion  of  393%,  a  tear  strength  of  106  p«l,,  and  a  tensile  fatigue  at 
80%  of  breaking  load  of  155  cycles,  this  naterlal  possesses  a  nunber  of 
physical  properties  which  nay  be  adequate  for  heart  valve  use. 

Figure  3  is  a  graphical  illustration  of  the  low  tei:f  erature  stiff¬ 
ness  in  flexure  properties  of  this  naterlal  conpared  to  that  of  a  standard 
acrylate-anide  elastoner,  e,g,,  a  90/7,5/2,5  BA/MMA/MhD  standard  con¬ 
pounded  naterlal.  The  2B  naterlal  is  approxinately  8  tines  better  than 
the  standard  acrylate-anide  naterlal  at  -40®C,  However,  at  +10®C,  both 
naterials  possess  approxinately  the  sane  flexural  stiffness.  In  a  further 
effort  to  attain  nore  flexibility  the  87/10,5/2,5  BA/2-EHA/MAD  latex  was 
cast  as  is,  e.  g,  without  reinforcing  filler.  Unfortunately,  the  result¬ 
ant  filn  obtained  was  uuch  too  tacky  for  use.  However,  os  good  low  tem¬ 
perature  prop«rtles  ore  required  for  the  dllanlnar  acrylate  glove,  this 
new  elastoner  .c^uld  be  a  possible  replacement  for  the  standard  acrylate-/ 
amide  elastomer  os  the  substrate  material.  Accordingly,  a  dllanlnar  film 
was  cast  which  consisted  of  a  30  nil  substrate  of  87/10,5/2,5  BA/2*4HA/MftD 
coqpounded  elastoner  and  a  4  mil  outer  layer  of  73/27  BA/AN  elastomer, 
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This  test  £lln  was  dried  and  cured  in  the  usxiol  aanncr  and  physical 
properties  obtained  ate  listed  in  Table  II. 

Referring  to  the  low  teapereture  properties  listed  In  Table  II 
at  •40‘’C.  the  flexural  stress  obtained  is  lower  than  that  of  a  con- 
parable  acrylate-anide  elas toner.  However,  at  higher  tenperatures 
the  stresses  obtained  ore  slightly  higher  than  that  of  the  standard 
elas toner.  All  other  properties  with  the  exception  of  stain  resistance 
were  equal  to  or  slightly  better  than  that  of  the  standard  elastoner. 

The  new  naterlal  was  approxlnately  9  tines  nore  resistant  to  staining 
them  the  standard  elastoner. 

IV,  CONCLUSIONS  AND  RECOMMENDATIONS 

The  87/10,5/2.5  BA/2-EHA/MAD  elastoneric  naterlal  possesses 
physical  properties  which  nay  be  adequate  for  heart  valve  utilization. 

In  addition,  the  excellent  low  tenperature  properties  of  this  elastoner 
Is  indicative  of  possible  xise  as  the  substrate  naterlal  In  the  dilanjnnr 
acrylate  glove. 

Therefore  the  author  recoixiends  that: 

1)  Work  should  continue  with  fonaulations  related  to  the  above 
naterlal  in  on  effort  to  attain  greater  flexibility, 

2}  A  dllaninar  glove  should  be  fabricated  using  the  new  elastoner 
as  the  substrate  naterlal  and  field  tested. 
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